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ABSTRACT We have numerically solved the photon diffusion equation to predict the distribution of light in a tissue model
system with a uniform concentration of fluorophore. Our results show that time-dependent measurements of light propagation
can be used to monitor the fluorescent lifetimes of a uniformly distributed fluorophore in tissues. With proper referencing,
frequency-domain measurements of phase-shift, e, may allow quantitation of fluorescent lifetimes, T, independent of changes
in the local absorption and scattering properties. These results point to a new approach for noninvasive diagnostic monitoring
through quantitation of fluorescent lifetime, T, when the lifetime of the fluorophore is comparable with photon migration times.
NOMENCLATURE
(1)
of tissues from the fluorescence of endogenous and exog-
enous probes. Although fluorescent intensity measurements
may be technologically simple, these techniques suffer from
distortion of emission spectra because of the wavelength-
dependent scattering and absorption properties of tissues
(Keijzer et aL, 1989; Durkin et aL, 1994). Algorithms have
been developed to deconvolve the emission spectra from tis-
sue reflectance or transmittance measurements (Wu et aL,
1993; Durkin et aL, 1994); however, additional measure-
ments are required for model inputs of tissue scattering and
absorption.
A second approach, lifetime-based chemical sensing, has
been proposed by several investigators for the quantitation of
pOz (Bacon and Demas, 1987; Vanderkooi et aL, 1987;
Wilson et aL, 1983; Lippitsch et aL 1988; Carraway et aL,
1991; Rumsey et aL, 1991), pH (Draxler et aL, 1993;
Lakowicz and Szmacinski, 1993), Ca2+ (Lakowicz and
Szmacinski, 1993), glucose (Lakowicz and Szmacinski,
1993), and other metabolites. The lifetime of a fluorescent
probe may be affected by either a collision or via a energy
transfer process in which energy is transferred from a fluo-
rescent donor to an acceptor. When the process is collisional,
measurements of probe lifetime, T, can be used to determine
the metabolite concentration, [Q], from the Stern-Volmer
relationship
where T and TO are the decay times with and without quencher
and kq is the quenching constant. When multi-exponential
decays describe collisional quenching, different analyses
must be performed (Sharma et aL, 1992). When the lifetime
is dependent upon the transfer of energetic states between a
donor and an acceptor, local metabolite concentrations can
be determined when the energy transfer is influenced by con-
centration. Regardless of the relaxation process, dynamic
measurements of probe lifetimes for determination of me-
tabolite concentration may prove to be a powerful diag-
nostic and clinical tool (Lakowicz and Szmacinski, 1993;
Szmacinski and Lakowicz, 1992). The recent develop-
ment of optical probes with excitation and emission spec-
tra in the near-infrared region suggest the use of lifetime-
based sensing in tissue.
Excitation light
Emission light
Speed of light in the media (cm/s)
Optical diffusion coefficient (em)
Modulation frequency (MHz)
Mean cosine of the scattering angle
Time-dependent excitation and fluorescent light inten-
sity (#photons/(cmZ s»
Amplitude modulation
Number of photons per unit volume
Power spectrum from Fourier transform
Time (s)
Fluorescent excitation time (s)
Phase-shift due to the excitation or emission light
propagation
Phase-shift detected at the surface
Phase-shift due to fluorescent lifetime
Excitation and emission wavelengths (nm)
Absorption coefficient for the emission light due to the
local concentration of chromophores (em-I)
Absorption coefficient of the excitation light due to
local concentration of chromophores (em-I)
Absorption coefficient of the excitation light due to the
local concentration of fluorescent probes (em-I)
Scattering coefficient for excitation and emission light
(em-I)
Position
Fluence rate at point p and time t (#photons/(cmZ s»
Fluorescent lifetime (in general) (s)
Fluorescent lifetime of the sample probe (s)
Fluorescent lifetime of the reference probe (s)
J,L'sx,m
T
Mx.m(p,f)
N...,Jp, t)
P(p,f)
t
t'
P
<I>(p,t)
INTRODUCTION
Ts
Tref
Subscripts
x
m
Recent advances in fiber-optic, laser diode, and detector
technology make possible noninvasive, biochemical sensing
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However, lifetime measurements are currently confined to
dilute, nonscattering samples of probe and analyte using
time- and frequency-domain analyses (for review, see
Lakowicz, 1983). In the time-domain, an incident impulse of
excitation light results in fluorescent emission light intensity
that decays exponentially according to the lifetime of the
optical probe:
where 10 is the emission intensity at time 0 and Im(t) is the
time-dependent emitted fluorescent intensity. Equation 2 is
valid when the decay of the re-emitted light intensity can be
represented as a single-exponential decay time. In the
frequency-domain measurement, the source of excitation
light is sinusoidally modulated at a frequency f The re-
emitted light is also modulated at frequency f, but is
amplitude-demodulated by a factor M, and phase-shifted by
e, with respect to the incident excitation source. The phase-
shift is dependent upon the lifetime by the following ex-
pression:
when the activated fluorescent state can be represented in
terms of a single exponential. In contrast to fluorescent in-
tensity measurements, fluorescent lifetime measurements are
independent of fluorophore concentration and excitation and
emission light losses. Therefore, lifetime-based sensing may
permit quantitative spectroscopic information without the ar-
tifacts due the calibration of excitation light intensity, light
losses, and changes in fluorescent probe concentration
(Szmacinski and Lakowicz, 1992).
However, scattering can distort measurements of T when
the lifetime ofthe optical probe is comparable with the "time-
of-flight" associated with the migration of the excitation and
fluorescent photons within the tissues or other random media
(Patterson et aI., 1989); then both time- and frequency-
domain techniques will predict T erroneously. Fig. 1 illus-
trates the time delays that comprise the time-dependent
measurement of fluorescent light intensity re-emitted from
THEORY
tissues. Time delays are caused by: (i) the transport of ex-
citation photons from the source to the probe embedded in
the random media; (ii) the lifetime of the probe; and (iii) the
transport of fluorescent photons from the fluorophore to the
detector located on the tissue surface. Because probe life-
times are on the order of 1-20 ns, accurate lifetime deter-
minations depend upon the deconvolution of photon migra-
tion times from time-dependent measurements. When the
probe lifetime is orders of magnitude greater than the photon
migration times, we have shown that the origin of re-emitted
signal is confined to sub-surface tissue regions (Sevick-
Muraca et aI., 1994; Sevick-Muraca and Burch, 1994). Thus,
deconvolution of photon migration times of short-lived flu-
orophores from time-dependent measurements is necessary
for lifetime-based spectroscopic interrogation deep within
tissues or other random media.
In this work, we show that the time-dependent measure-
ments of fluorescent light intensity re-emitted from tissue
may be used to determine probe lifetime, T, when the lifetime
is comparable with photon migration times. Our goal is to
quantitate probe lifetimes independent of the time-dependent
photon migration associated with excitation and fluorescent
light. Because local changes in blood flow and interstitial
fluid flow may alter the absorption and scattering prop-
erties of tissue, the success of this technology depends
upon quantitating fluorescent lifetimes independent of
any variation in photon transport caused by local changes
in optical properties.
In the next section, we present the theoretical background
for predicting time-dependent measurements of excitation
and emission light propagation within a random media con-
taining a uniform concentration of lifetime-sensitive probes.
Afterwards, we describe an approach by which photon mi-
gration times can be deconvolved from these measurements
to determine probe lifetimes. Finite element computations
verify our approach and suggest a simple means for quan-
titative, lifetime-based sensing in tissues and other random
media.
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Light propagation in tissues or other random media can be
described in terms of the diffusion approximation to the ra-
diative transport equation (Patterson et aI., 1989). The dif-
fusion equations describing the transport of excitation and
emission light can be written (Patterson and Pogue, 1994;
Sevick-Muraca et aI., 1994; Burch et aI., 1994)
act>x(p, t)
at - Dxc'V 2ct>x(p, t) + (/-Lax~m + /-Lax~)cct>x(p, t) = 0
(4a)
(4b)
FIGURE 1 The processes for photons migration of excitation light, ab-
sorption by fluorophore, re-emission, and migration of fluorescent light to
point detector. Excitation of fluorophore occurs at time t', re-emission of
fluorescent photon occurs at time t' + T, and detection of fluorescent photon
occurs at time t.
C It (-(t - t') )
- ;: ep/-Lax~m 0 exp T ct>x(p, t')at' = 0,
where ct>.(p, t) and ct>m(P, t) are fluence rates or the flux of
excitation (subscript x) and emission (subscript m) light. The
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(8)
(11)
(to)B (p ) - -I ImPx,m(P,f)x.m ,f - tan RePx.m(P,f)·
In summary, both time- and frequency-domain fluores-
cence measurements can be predicted from the diffusion ap-
proximation to light transport in random media.
The frequency-domain parameter of phase-shift, Bx m(P,f),
can then be computed from the real and imaginary parts of
the power spectrum
Prediction of frequency-domain measurements
Conversion of the time-dependent intensities into frequency-
domain parameters can be accomplished by simply taking the
Fourier transform of the excitation and emission intensities
and computing the power spectrum, px.m(p,f)
px.m(p,f) = !."'lx.m(P,t)eXP(-i27Tft)ot. (9)
Accurate lifetime-based sensing requires deconvolution of
photon migration times from time-dependent measurements.
Ifone considers the total mean time delay, (tlotal)' between the
incident impulse and the detector to be comprised of the sum
of time delays caused by (i) photon migration of excitation
light from the source to an embedded optical probe, (tx); (ii)
probe lifetime, r, and (iii) photon migration of emission light
from the optical probe to the detector, (tm), then one may
write (Sevick and Chance, 1991)
APPROACH
Because phase-shift, B, is related to the mean "time-of-flight"
(Patterson et aI., 1990; Sevick et aI., 1991; Arridge et aI.,
1992), it follows that
Biotal = Bx + tan- I (21lfr) + Bm • (12)
This relationship suggests that if the photon migration of
excitation and fluorescent photons could be quantitated, then
the fluorescent lifetimes may be obtained from frequency-
domain measurements of phase-shift. Specifically, if phase-
shift measurements were "referenced" to measurements in
incorporated into the diffusion equation, it has been long
recognized that useful approximations, such as an extrapo-
lated boundary with a negative photon source, or zero fluence
($ = 0) at the surface aptly predicts the re-emission of light
from tissues. Although the zero fluence may not be the physi-
cally correct boundary condition, it nonetheless predicts the
time-dependent re-emission from tissues (Madsen et aI.,
1992). For this reason, we use the zero fluence boundary
condition in our solutions for excitation and emission light
propagation in our tissue phantoms. From these fluence dis-
tributions, the time-dependent light intensities, l.(p, t) and
lm(P, t) can be determined from Fick's law
(7)
(5)
(6a)
(6b)
C f' -(t - t')
S(p, t) = -<PJLax~m exp $x(p, t')ot'.
'T 'T
o
Prediction of time-domain measurements
Upon coupling Eqs. 4a and 4b, the fluence distributions of
excitation and emission light after an incident impulse can be
solved. Although the exact boundary conditions cannot be
where JLa represents the absorption coefficient (cm- I ) and
(1 - g)JL. represents the isotropic scattering coefficient
(cm- I ). The third term in Eq. 4a accounts for the loss of
excitation photons due to absorption by chromophores and
the lifetime-sensitive probe, where JLax~ is the absorption
coefficient associated with the local concentration of chro-
mophores and JLax~m is the absorption coefficient associated
with the local concentration ofoptical probes at the excitation
wavelength, Ax' In Eq. 4b, the third term accounts for the loss
of emission photons due to absorption by the local concen-
tration of chromophores, where JLam-+ is the absorption co-
efficient due to chromophores at the emission wavelength,
~. The fourth term in Eq. 4b describes the time-dependent
generation of emission light that results after the absorption
of excitation light. The generation of emission fluence at time
t that arises from excitation at t' can be described by a source
term that is written in terms of the quantum efficiency of the
probe, <P, its local concentration (as represented by JLax~m>,
the excitation fluence rate at the time ofexcitation ($.(p, t'»,
and an exponential term describing the decay of emission
The total emission fluence generated at time t results from
the excitation of probes with excitation times, t', ranging
from times 0 to t. Therefore, the fourth term in Eq. 4b is
obtained by integrating over all possible excitation times, t',
ranging from 0 to t. Because of the complex integration in-
volved in Eq. 4b, a direct analytical solution is not possible
(Patterson and Pogue, 1994). However, by replacing the in-
tegral with a summation over all times, a solution for the
reaction can be obtained using numerical methods.
1D =---=----------
x 3([JLax~ + JLax~m] + (1 - g)JL.x)
and Dm is the diffusion coefficient for emission light (cm)
The first terms on the left-hand side of Eqs. 4a and 4b
describe the accumulation rate of photons at point p and time
t. The second term of both equations represents the diffusive
or "random walk" transport of light, where Dx is the optical
diffusion coefficient for excitation light (cm)
fluence rate, $x.m(p, t) (photons/cm2 s), is defined as the
number of photons per unit volume at point p and time t
(N..), multiplied by the speed of light in the medium, C
(cm/s), as given by Eq. 5.
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TABLE 1 Parameters used in finite element computations
Effect of T Effect of J.L",,_, am_ Effect of "":x m
Variable on <l>m(P' t) on <l>m(P' t) on <l>m(P' t ')
RESULTS AND DISCUSSION
Effect of fluorophore lifetime, T.
Fig. 2 A illustrates the predicted measurements of the re-
emitted emission light intensity, lm(t) vs. "time-of-flight."
Results are presented as normalized intensities plotted as a
function offluorophore lifetime, 'Ts' As expected, the increase
in fluorophore lifetime resulted in the broadening of the fluo-
rescent "time-of-flight" distribution. Results are presented
for re-emitted emission intensity, 1.65 em away from the
source input on the phantom surface.
Fig. 2 B shows the corresponding phase-shift of the re-
emitted light, etota!, versus modulation frequency. Results are
presented as a function of fluorophore lifetime, 'Ts' Again, as
expected, an increase in fluorophore lifetime results in an
increase in phase-shift. The resulting phase-shift values
exceed 90° because of excitation and emission photon
migration.
ficient due to the fluorophores, JLax-->m' was calculated to
equal 0.005 cm- I . We have also conducted computations
with partial current boundary conditions (Hutchinson et aI.,
1995). The final results were identical to those obtained using
the zero fluence boundary condition. The quantum effi-
ciency, cP, was chosen to be 0.58 for all the calculations. The
fluorophore lifetime, 'T, was varied from 0 to 7 ns; the ab-
sorption coefficient for the excitation and emission light,
JLax-->,am-->' was varied from 0.002 to 0.02 cm- I ; and the iso-
tropic scattering coefficient was varied from 10 to 40 cm- I .
These particular coefficients were chosen because of physi-
ological relevance. Results are shown for a single, isotropic
point detector located a distance P away from the source in
2-D geometry.
Computations were conducted for variation in (i) the flu-
orophore lifetime, r, (ii) the absorption coefficient for ex-
citation and emission light, JLax-->,am-->; and (iii) the isotropic
scattering coefficient for excitation and emission light, JL'sI,m
to evaluate their contributions to the time-dependent photon
migration characteristics of excitation and fluorescent light.
Table 1 shows the parameters used to investigate the con-
tributions of'T, JLax-->,am-->' and JL'sI,m on time-dependent mea-
surements of photon migration.
To determine whether frequency-domain measurements
of phase-shift can be used to quantitate fluorophore lifetime,
phase-shift differences were computed and compared with
Eq.13.
the presence of a probe with a constant and known lifetime,
'Tref, then 'Ts could be determined directly from a "referenced"
phase-shift or phase-shift difference, ae
ae = es - eref = tan- I (2'11f'Ts ) - tan- I (2'11f'Tref ). (13)
Equation 13 assumes that the photon migration at the exci-
tation and emission wavelengths for the lifetime-sensitive
probes and "reference" probes are equal. A discussion of this
criteria is given below.
METHOD
To verify our approach to lifetime-based sensing in tissue, a
computational study was performed. The coupled set of dif-
fusion equations (Eqs. 4a and 4b) were solved to predict the
excitation and emission fluence distributions that resulted
from an impulse point source on the surface of a two-
dimensional (2-D) square tissue phantom, 10 cm wide X 10
cm high. Solutions for three-dimensional (3-D) models were
not conducted because of the rigorous mesh generation and
increased computation times associated with these types of
problems. It is important to note that the 2-D model with a
point source does not represent a 3-D model with a point
source; rather it represents a 3-D model with a line source.
Because of this, 2-D computations may not match actual
experiments using a point source. Nevertheless, the scope of
this work was not to make a comparison with actual mea-
surements, but rather to determine whether lifetime-based
sensing in random media is possible.
Finite element computations were performed on a Sun
SPARCstation 10 using the software application FIDAP 7.0
(Fluid Dynamics International, Evanston, IL) (Suddeath
et aI., 1993). Computation times required up to 6 h to de-
termine fluences for "times-of-flights" up to 100 ns. At the
boundaries of the square phantom, the condition of zero flu-
ence was assumed for the excitation and fluorescent light. As
described previously, although the zero fluence boundary
condition does not accurately represent a physical model, it
is believed to be a reasonable approximation for this study.
A single, isotropic point source of an impulse of excitation
light was simulated by imposing an initial condition on a
single node located one scattering length under the surface.
A similar approach has been used to approximate surface
illumination with light absorbing boundary conditions via the
method of images using analytical expressions (Patterson
et aI., 1989). This assumes that photons incident to the sur-
face are isotropically scattered after one scattering length,
which is an approximation that has been shown to predict
optical signals re-emitted from tissues. Excitation and emis-
sion light intensities lip, t) and Im(P, t) were computed from
fluence rates via Eq. 8. Values of phase-shift, elata!' from the
emission light were determined from the FFT using Eq. 10.
An evenly distributed concentration of fluorophores was as-
sumed (e.g., the photosensitizer AISPC) to be present
throughout the sample. Using the fluorescence emission
spectrum for AISPC (Patterson and Pogue, 1994) and as-
suming a concentration of 0.1 JLg/ml, the absorption coef-
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FIGURE 2 (A) Normalized fluorescent intensity. Im(P.I). which results
from a uniformly distributed fluorophore with lifetime. T,. which varies
between 1 and 7 ns. Optical properties are specified in the legend. (B) The
phase-shift of re-emitted light. lI,otal' versus modulation frequency which
results from a uniformly distributed fluorophore with lifetime. T,. which
varies from 1 to 7 ns. Optical properties are specified in the legend.
FIGURE 3 (A) Predicted values of phase-shift, 1I1ota1, versus modulation
frequency for a uniformly distributed fluorophore with lifetime equal to 7
ns. Results are presented as a function of excitation and emission scattering
coefficients. (B) Predicted values of phase-shift difference, ~lItOtal, versus
modulation frequency for a uniformly distributed sample and reference flu-
orophore. Results are presented for sample and reference fluorophore life-
times of (i) 7 and 5 ns, (ii) 5 and 3 ns. (iii) 7 and 3 ns as a function of
excitation and emission scattering coefficients.
The effect of scattering upon fluorophore
lifetime determination
Previous measurements of photon migration show that an
increase in tissue scattering causes an increase in the phase-
shift of the re-emitted light (Patterson et al., 1990; Sevick
et al., 1991; Wilson et aI., 1992). This behavior is expected,
because photons that are increasingly scattered will travel
longer "times-of-flight" and longer optical path lengths be-
fore detection. In our computational experiments, the phase-
shift of re-emitted fluorescent light is also increased when the
scattering coefficient associated with emission light, p.,' sm' is
increased whereas p.,' sx remained constant (data not shown).
However, Fig. 3 A shows that when the scattering coefficient
for both excitation and emission photons (p.,' sx.J is increased
from 10 cm-1 to 20 and 40 cm-1, the phase-shift of re-emitted
fluorescent light is decreased. These results can be explained
in the following manner: as the scattering coefficient for
excitation light, p.,' sx' is increased, the gradient of excitation
light at the tissue surface becomes more steep. For the case
of a uniformly distributed fluorophore, the region containing
the highest concentration of excited fluorophore will coin-
cide with the region of highest excitation fluence. Therefore,
as the scattering coefficient of excitation light, p.,' sx' in-
creases, the region containing the highest concentration of
excited fluorophore will be located closer to the tissue sur-
face. As a result, the photon migration time will make smaller
contributions to the time-dependent measurements of re-
emitted light as the excitation scattering coefficient is in-
creased. Computations showing the localization of re-
emitted fluorescent signals are the subject of a companion
paper (Sevick-Muraca et al., 1994; Sevick-Muraca and
Burch, 1994).
Nonetheless, the goal of lifetime-based sensing is to de-
termine Ts independent of photon migration and independent
of changes in tissue-scattering properties. Values of phase-
shift at lifetimes of 3, 5, and 7 ns were obtained for scattering
coefficients of 10, 20, and 40 cm- \ similar to that shown in
Fig. 3 A. As described previously, "referenced" values of
phase-shift were determined by taking the difference
Hutchinson et al. Fluorescence Lifetime-Based Sensing in TIssues 1579
A 250 ,.-----,----,--------,---,-------,----,
120
't = (7 - 3 os)
s-ref
p = 1.65 em
J.lu.-tm= 0.005 cm·1
)1' = 20 em'!
...m
,,=0.58
100
't=7 os
p = 1.65 em
)1.....m= 0.005 em'!
11' = 20 em"IX'"
"=0.58
80
)1 = 0.002 em"
ax-+.am-+
-- J.1u -+. lIn-+= 0.02 em-I
6040
Modulation frequency, MHz
)1 = 0.02 em'!
U-+.aJ1l-+
20
)1 = 0.002 em'!
...... ""'... ~
oL-_---'--_---J'--_................!!!!!!!!!!!!............""""""!!!!!!!L---!
o 20 40 60 80 100 120
Modulation frequency, MHz
FIGURE 4 (A) Predicted values of phase-shift, 0iCW' versus modulation
frequency for a uniformly distributed fluorophore with lifetime equal to 7
ns. Results are presented as a function ofexcitation, and emission absorption
coefficients due to chromophores. (B) Predicted values of phase-shift dif-
ference, .10,01.11' versus modulation frequency for a uniformly distributed
sample, and reference fluorophore. Results are presented for sample and
reference fluorophore lifetimes of (i) 7 and 5 ns, (ii) 5 and 3 ns, and (iii)
7 and 3 ns as a function of excitation and emission absorption coefficients.
Determination of fluorophore lifetime
The results presented above suggest that the contribution
of photon migration can be eliminated from lifetime-
detector separation results in an increase in the photon "time-
of-flight" which, in tum, increases the phase-shift.
To investigate whether the changes in photon migration
due to changes in source-detector separation could be ref-
erenced out of lifetime-based sensing measurements, phase-
differences were computed for a sample fluorophore with a
7-ns lifetime and a reference fluorophore with a constant
lifetime of 3 ns. Fig. 5 B shows that the phase-shift dif-
ferences were independent of source-detector separation.
The lines were artificially offset to show that changes in
photon migration due to changes in source-to-detector
separation do not affect the phase-shift differences when
properly referenced.
VJ 200~
c: 150a>~
~ 100
VJ
J
.... 50
The effect of source-to-detector separation, p,
upon fluorophore lifetime determination
In addition to changes in scattering and absorption, changes
in source-detector separation, p, can cause altered photon
migration. Fig. 5 A illustrates the phase-shift of the fluores-
cent light, 810tal' versus modulation frequency for p equal to
1.65 and 1.065 cm. The scattering and absorption properties
were held constant. As expected, increasing the source-to-
The effect of the absorption (~u.... and ~am-+) upon
fluorophore lifetime determination
In addition to changes in scattering, changes in absorption
can also cause altered photon migration. Fig. 4 A illustrates
810tal versus modulation frequency for two different absorp-
tion coefficients (0.002 and 0.02 cm-1) for a fluorophore with
a 7-ns lifetime. The fluorophore concentration remained con-
stant, whereas the changes in absorption coefficient reflected
changes in chromophore concentration. Excitation and emis-
sion absorption coefficients due to chromophores were set
equal. The scattering coefficients were held constant at 20
cm-1. As expected, an increase in absorption resulted in a
reduction in the phase-shift because excitation and emission
photons tended to travel shorter "times-of-flight" or shorter
optical path lengths (Sevick et aI., 1991).
The referencing procedure was also used to determine
whether changes in photon migration due to absorption dif-
ferences could be subtracted from lifetime-based sensing
measurements. Phase-differences were computed for a
sample fluorophore with a 7-ns lifetime and a reference flu-
orophore with a constant lifetime of 3 ns. Fig. 4 B shows that
the phase-shift differences were independent of absorption.
The solid and dotted lines correspond to the phase-shift dif-
ferences computed at different absorption coefficients. These
lines were artificially offset to show that changes in photon
migration due to changes in absorption do not affect the
phase-shift differences when properly referenced.
between phase-shift values obtained at two different
lifetimes. For example, the bottom set of curves in Fig. 3 B
(T.-ref = 7 - 5 ns) shows the phase-shift difference obtained
by subtracting 810tal when the sample fluorophore was present
(Ts = 7 ns) from 8total when the reference fluorophore was
present (Tref = 5 ns). The solid, dotted, and dashed lines in
this bottom set of curves corresponds to the phase-shift dif-
ferences for each of the three scattering coefficients consid-
ered (11-' sm = 10,20, and 40 cm-1). The match between Eq.
13 and the finite element computations is exact. Therefore,
changes in photon migration due to scattering differences do
not affect the phase-shift when properly referenced. For il-
lustrative purposes, the lines were offset by adding a small
increment (0.005) to the 11-'.m = 40 cm- 1 curve and sub-
tracting it from the l1-'sm = 10 cm-1 curve. The remaining
curves in Fig. 3 B show that the referencing procedure works
for any combination of sample and reference fluorophore
lifetime.
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FIGURE 6 Predicted values of phase-shift, 8'0,"1' and values of phase-shift
predicted from tan- I (2'7lj'TJ - tan- I (2'7lj'T<ef) versus modulation frequency
for a uniformly distributed fluorophore with lifetime equal to 7 ns.
The percent error due to the estimated noise is shown in Fig.
7. For frequencies greater than 50 MHz, as the lifetime of the
probe increases, the percent error «measured lifetime - ac-
tual lifetime)/(actual lifetime) X 100%) increases. At higher
frequencies, this effect is even more prominent. This trend
can be explained by examining a plot of phase-shift for dif-
ferent fluorescent lifetimes (Fig. 8). As frequency increases,
the phase-shift due to the probe lifetime approaches 900 •
Therefore, a small change in phase-shift results in a large
error in the predicted lifetime. For frequencies lower than 50
MHz, the opposite is true: the percent error is greatest at short
lifetimes. At low frequencies, this error occurs because a 0.20
change results in a large variation in predicted lifetime. Our
study is concerned with fluorescent lifetimes <10 ns and
frequencies <250 MHz. For these conditions, the error is less
than 5%.
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FIGURE 7 Percent error in the calculated lifetime versus actual lifetime
for a +0.20 change in phase-shift. Values are calculated using the phase-shift
expression 8'0,"' = tan- I(2'7lj'T,).
based sensing measurements in tissues if proper refer-
encing is performed. Referencing requires the presence of
a second fluorophore with known and constant lifetime.
Fig. 6 illustrates that the computed values of phase-shift
difference can be predicted from the relationship, a8 =
tan- 1(21Tf'Ts) - tan- 1(21Tf'Trer)·
The effect of experimental error in
lifetime determination
The effect ofexperimental noise in the lifetime measurement
was modeled by assuming an ample 0.1 0 error in phase-shift
for both the reference and sample fluorescent signals. This
would lead to a maximum 0.20 change in phase-shift when
the two signals are subtracted from each other. The predicted
lifetime can be calculated easily by modifying the phase-shift
equation (8 = tan- 1(271f'T»
tan[1T/180(0.2 + 180/1T tan- 1(271f'Ts(actual)))]
'T =
s 271f
Hutchinson et al. Fluorescence Lifetime-Based Sensing in Tissues 1581
CONCLUSIONS
migration in tissue and because scattering is a very weak
function of wavelength in the near infrared potential for
accurate lifetime-based sensing with the proposed refer-
encing procedure is promising.
Our results show that upon properly "referencing"
frequency-domain measurements of phase-shift, 8total'
against measurements made with a probe of known and con-
stant lifetime, 'Tref, the lifetime of a "sample" probe could be
used to interrogate metabolite concentration in tissues or
other random media. There have been three major assump-
tions made in our approach: (i) that the sample and reference
probes possess similar excitation and emission spectra so that
the contribution of photon migration times is identical in the
measurements of sample and reference lifetime; (ii) that a
fluorophore with known and constant lifetime can be iden-
tified; and (iii) that the signals arising from the sample and
reference probes can be identified separately from one an-
other. Although these criteria may seem significant, one can
imagine a system in which the sample and reference probes
are temporally or spatially distinct from one another. In other
words, at one sampling time, the sample probe is present, and
at a later time the reference probe is then administered. Like-
wise, the sample and reference probes may be immobilized
separately from one another so that excitation light is directed
to one or the other. Preliminary data suggest that our ap-
proach of lifetime-based sensing works equally well with a
nonuniform distribution of optical probes (Hutchinson et aI.,
1995).
We have shown that the determination of lifetime from
frequency-domain measurements requires either (i) "refer-
encing" against a known and constant fluorophore, or (ii)
previous knowledge of the phase-shift due to excitation and
emission light. Unlike measurements of fluorescent intensity
on turbid media, a priori information of tissue absorption and
scattering is not needed. It is likely that this advantage will
promote the biochemical sensing fluorescence lifetime-
based measurements for economical, noninvasive diagnosis.
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FIGURE 8 Calculated values of phase-shift versus modulation frequency
for several different fluorescent lifetimes.
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The error incurred due to violations of our assumption that
the photon migration characteristics for the sample and ref-
erence probes had to be identical, was also analyzed. When
the photon migration associated with the sample and refer-
ence probes are not the same, then the phase-shift difference,
8 totar(sample) - 8 total(reference), would not equal the phase-
shift associated with the lifetime of the fluorophore. Instead,
there would be an unknown phase-shift due to the difference
in the photon migration. Fig. 9 shows the percent error as a
function of the variation in phase-shift due to violation of
our assumption for several modulation frequencies when
'Ts(actual) = 5 ns. As expected, as the variation in phase-shift
increased, the percent error increased. Also, as the frequency
increased, the percent error increased. Currently, we are as-
sessing changes in absorption and scattering across various
excitation and emission wavelengths to emphasize the sen-
sitivity of our assumptions in lifetime determination.
However, because scattering changes dominate photon
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FIGURE 9 Percent error in the calculated lifetime versus variation in
phase-shift for a constant lifetime of 5 ns.
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